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Conclusions: In summary, the effect of interplay on treatment 
outcome is negligible for conventionally fractionated treatments, 
whereas considerable drop in TCP is observed for the 3- and single-
fraction treatments. In case no motion management techniques are 
available for hypofractionated treatments, reduced dose rate could be 
used to reduce the interplay effect. 
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Purpose/Objective: To determine the accuracy of marker based 
respiratory tumor tracking models in liver as a function of marker-
tumor distance. Liver tissue is prone to (non-rigid) deformations 
during the breathing cycle. Fiducial markers cannot always be 
implanted in, or evenly surrounding, the tumor. In our clinic a 
distance of 3 to 4 cm is generally obtained with CT guided 
implantation, while with US guided implantation, distances were 
larger.  
Materials and Methods: Marker tracks of 7 patients, measured with 
planar kV movies during liver SBRT with abdominal compression, were 
retrospectively analyzed, as well as a 3D MRI liver volume recording of 
a volunteer (all in free breathing).  
For the liver SBRT patients, who had at least 3 markers, a tumor 
tracking model was designed for one of the markers. This model was 
then applied to track the position of each of the other markers. 
Because liver tumors are invisible without contrast, we used the other 
markers to define 'tumor position', simulating different distances 
between the modeling point and 'tumor'. For the volunteer, 12 points 
throughout the liver were tracked over time. A tumor tracking model 
was made for two points: one in the middle of the liver and one at the 
edge of the liver. These models were then applied to track the 
position of 10 other points distributed throughout the liver. The 
distances between markers and liver points were recorded as well. 
The average and SD ofthe RMS prediction error were calculated for 
each recording and compared to the tracking errors in case of a rigid 
marker-tumor configuration.  
Results: The marker-marker distance varied between 1 and 7 cm and 
the distance between liver points in the volunteer varied between 1.5 
and 13 cm. The average tracking error (Figure) and SD increased as a 
function of the distance. Even for small marker-tumor distances of 3-5 
cm the additional error can be 1.5-2.5 times larger than in the rigid 
case. 
  
Conclusions: For markers that have a certain distance to the tumor, 
tumor tracking models that are designed to track fiducial markers 
perfectly, do not necessarily predict the correct tumor position 
throughout the breathing cycle due to deformability of liver tissue.  
For these techniques, appropriate margins that reflect above 
mentioned errors should be applied.  
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Purpose/Objective: To illuminate the pros and cons of using the 
maximum intensity projection (MIP) or midventilation-phase (mv) 
image of a 4D-CT scan for delineation of targets and organs at risk 
(OARs) in radiotherapy treatment planning for patients with lung 
cancer. 
Materials and Methods: 12 lung cancer patients were 4D-CT scanned, 
dividing the scan into 10 respiratory phases and reconstructing the MIP 
of these. For all patients the GTV and OARs were defined and 
delineated on the manually selected mv image (GTVmv) as well as on 
the MIP-reconstruction (GTVMIP), using Varian Eclipse 10. For both 
GTVmv and GTVMIP a GTV-to-PTV margin was calculated using the 
margin formula developed by Van Herk et. al (IJROBP, 1121,47,2000). 
For PTVmv, the patient specific tumour motion was taken into account 
as 1/3 of the amplitude of motion. This tumour motion was 
determined from deformable propagation of GTVmv to all 10 phases in 
the 4D-CT scan. The resulting volumes were compared. For all 
patients IMRT treatment plans were developed using the mv image 
and delineations. During radiotherapy, daily cone-beam CT-scans 
(CBCTs) were used for setup according to the bony anatomy. 
Retrospectively the MIP target and OAR structures were deformably 
registered to the CBCT images as well, and their volumes and centre-
of-mass (cm) shifts were calculated and compared to the MIP and mv 
OAR delineations. 
Results: The difference between the two methods of delineation 
yields differences between the volumes of PTVmv and PTVMIP that are 
in mean 5% ranging from -7% to +12%. In two cases, the PTVMIP had the 
smallest volume while ten cases resulted in the PTVmv being the 
smallest. There was a large overlap of the two types of PTVs with the 
Dice coefficients ranging from 0.91 to 1. The disadvantage of the MIP 
delineation approach is that both the mean and the extreme positions 
in the tumour motion pattern are equally weighted when included in 
their entirity in the GTV. The mv approach has the disadvantage that 
the tumour motion is reduced to the 3D cm motion and therefore 
neglects asymmetric motion and deformation during breathing. The 
differences observed in this study, however, are minor. For the OARs 
the tendency is towards larger volumes on the MIP for dense OARs 
(heart, spinal cord, oesophagus) as compared to mv and CBCT, 
whereas airy tissues (such as lung) are generally outlined smaller on 
the MIP. The heart, for instance, is found to be 20% larger, and the 
total lung volume is 10% smaller on the MIP delineations than on mv 
delineations. The cm shifts for all OARs are negligible, the largest 
shifts seen in the cranio-caudal direction. 
Conclusions: Only minor differences are seen when comparing the 
GTV-to-PTV delineated at MIP or mv images. OAR delineation on the 
MIP may present the heart and other dense structures as larger than 
they are in reality, whereas airy structures such as lung appear 
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smaller. Therefore, the dose to the OARs will be wrongly estimated if 
the MIP scan is used for delineation. 
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Purpose/Objective: Two types of dosimetric effects due to intra-
fractional organ motion has been defined; A) the dose-'blurring' or 
'smearing' effect, where the dose delivered to a point in the patient is 
smeared by the motion of this point in the radiation beam, and B) the 
interplay effect, where the relative motion between the dynamic MLC 
leaves and the treatment region may lead to a more complicated 
dosimetric effect. The aim of this study was to investigate any 
potential breathing interplay effects during VMAT using 3D polymer 
gel measurements and compare this with the measurement 
uncertainty. 
Materials and Methods: To simulate tumour movement caused by 
respiratory motion, the gel phantoms were positioned on a 
programmable motion platform (Standard Imaging, Inc), which was set 
to carry out sinusoidal motion. Two different VMAT (RapidArc®, 
Varian Medical Systems) plans were delivered; a 6 MV small target 
plan and a 18MV larger target plan. Each delivery was carried out both 
to a stationary polymer gel phantom and to a gel phantom during 
motion with a peak-to-peak distance of 20 mm during a period of 4 s 
and 5 s, respectively. In order to evaluate the dosimetric impact of 
the interplay between the phantom motion and the dynamic 
treatment delivery, we defined the dosimetric interplay effect as the 
relative 3D absorbed dose difference between the volumes obtained 
from the VMAT measurement during phantom motion and the VMAT 
measurement to a stationary phantom convolved with the motion 
function of the moving platform. 
Results: The total dosimetric effect of motion was evaluated, i.e. the 
dose difference between the volume obtained from the measurement 
during phantom motion and the measurement to a stationary 
phantom. The isodose volume ≥ 90% was investigated. The mean value 
and standard deviation of the differences obtained from the 
measurements were (-3.7±2.6)% for the small target plan and (-
4.3±4.8)% for the larger target plan. Investigating the interplay effect, 
the relative dose difference between the measured VMAT delivery 
during phantom motion and the convolved stationary VMAT delivery 
resulted in (-1.2± 1.4)% and (0.9±2.3)% for the small and larger plan, 
respectively. The results were compared to the dose difference 
between two repeated stationary convolved gel measurement, which 
resulted in (0.06±0.5)% and (0.4±0.9)% for the small and larger plan 
respectively. Although the interplay effects were small compared to 
the smearing effect, the standard deviations were significantly 
(p<0.001) larger than the narrow distribution for repeated stationary 
measurement. 
Conclusions: The total dosimetric effect due to target motion and 
dynamic MLC motion during VMAT delivery resulted in an average of 
about 4% target dose reduction. Comparing with the convolved 
stationary measurement, which includes only the smoothing effect, 
the average difference was decreased to around 1%, and the 
remaining deviation was attributed to interplay effects.  
 
 POSTER: PHYSICS TRACK: MANAGEMENT OF 
INTERFRACTION CHANGES  
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Purpose/Objective: Repeated MR imaging during radiotherapy enables 
treatment adaptation based on soft tissue information. Sufficient 
contrast permits identification of the target and normal tissues and 
makes a plan adaptation for cervical cancer irradiation possible. In 
that context one limiting factor will be time-consuming manual plan 
generation. The aim is therefore to establish fast automated IMRT 
planning based on a class solution for offline (dedicated MR outside of 
the treatment room) or even online (MR-Linac) adaptation. 
Materials and Methods: For 10 cervical cancer patients 1 initial CT 
and MR as well as 4 weekly MRs were available. On those 50 T2-
weighted transversal MR scans OAR (bladder, rectum and small bowel) 
as well as target structures (primary, nodal CTV) were manually 
contoured by an experienced radiation oncologist. Assuming a plan 
adaptation concept PTVs with 4mm uniform margin were created. The 
weekly MRs with their respective structure sets were rigidly registered 
to the CT based on bony anatomy. Treatment plans were generated 
using 7 beams (6MV) equally distributed around the patient. For each 
angle beamlets were calculated for a projected area, which contained 
the PTVs plus a margin of 4mm. The dose calculation was performed 
with a GPU-based Monte Carlo code (GPUMCD) using the CT data. 
GPUMCD enables dose calculation in the absence (0T) and presence of 
a magnetic field (1.5T). The beamlet weights were determined by the 
fast inverse dose optimization (FIDO) using a class solution for the 
constraints of target (prescription dose of45Gy) and OAR structures. 
Dose constraints for the OAR were chosen to be very demanding and 
are beyond most criteria mentioned in current clinical studies (e.g. 
RTOG 0418 or INTERTECC study). Target coverage, OAR sparing and 
timing issues were analyzed. 
Results: 100 plans (1 initial and 4 weekly plans for 10 patients with 
and without a magnetic field) were generated and all fulfilled the 
ICRU criterion for targets, e.g. D95>42.75Gy. The dose distributions in 
the targets were very homogeneous with a mean D1cc of 48.2Gy. Only 
5 plans had a D40>40Gy for the bladder (see Fig. 1 - also for rectum 
and bowel values). For the rectum 30% of the plans had a D50>30Gy. 
This was mainly the case when the rectum was empty and closely 
attached to the primary target. In general the D50 for the rectum was 
not above 35Gy. For the small bowel 4 plans show a D50 above 30Gy. 
No significant difference between 0T and 1.5T plans could be 
identified. Assuming the use of one GPU per beam anautomated plan 
generation within 2 or 5 minutes (0 or 1.5T) could be shown. 
 
  
Conclusions: With the current setting automated plans were 
generated which mostly fulfilled planning criterion. In few cases with 
insufficient OAR sparing small adaptions of the weight factors for the 
planning constraints led to acceptable plans. Fast, automated plan 
generation for cervical cancer using a class solution is possible. 
Further research will focus on fast, automated contour propagation.  
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Purpose/Objective: To develop a marker based adaptation strategy, 
the fluence adaptation of Mohan et al.1, is combined with a non-MU 
preserving step taking into account tumor depth and heterogeneities. 
Materials and Methods: The adaptation has a geometric and a 
dosimetric step. The geometric step contains:  
· A rigid jaw translation using the average detected marker 
displacement in the BEV. The field sizes and consequently the MU are 
preserved. 
 
  
 
